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2016 NIST Handbook 44 

Section 1.10. General Code 

G-UR. User Requirements 

 

G-UR.1.1. Suitability of Equipment. – Commercial equipment shall be suitable for the 

service in which it is used with respect to elements of its design, including but not limited 

to its weighing capacity (for weighing devices), its computing capability (for computing 

devices), its rate of flow (for liquid-measuring devices), the character, number, size, and 

location of its indicating or recording elements, and the value of its smallest unit and unit 

prices. (Amended 1974) 


